Featured Application: The intended application is in drug toxicity testing on cardiomyocytes, replacing experimental animals and investigating the signal of electrogenic cells.
Introduction
The current trend in toxicology and pharmacology focuses on the substitution of experimental animals with in-vitro cell-based systems. This requires the introduction of approaches for the real-time determination of cell physiology. Electrochemical sensors can serve this purpose. Furthermore, the use of organic semiconductors allows for the production of disposable sensors at a low cost. Poly(3,4-ethylenedioxythio-phene) mixed with poly(styrene sulfonic acid)-(PEDOT:PSS) has become the most convenient material among organic semiconductors for bioelectronic applications because of its high conductivity and biocompatibility. The theoretical model of an Organic Electrochemical Transistor (OECT) based on PEDOT:PSS, which was published in 2007 [1] , has enabled the optimization and further development in bioelectronic applications. The model describes both the steady state and The second pattern of PEDOT:PSS paste Clevios™ S V3 (screen mesh count 140 threads/cm) created a functional OECT gate and channel. The paste was first stirred intensively before printing in order to obtain a lower viscosity and better homogeneity of the resulting film. An ARG2 rheometer (TA Instruments, New Castle, DE, USA) was used for viscosity testing at various shear rates and always at 25 °C, but only the initial low rate viscosity is presented. The paste of gel consistency exhibits thixotropy. The static viscosity (at shear rates of 0.1/s) falls from the initial value above 1000 Pa•s down to ultimately 14 Pa•s after five days of stirring in a magnetic mixer at a laboratory temperature of 25 °C. The stirring temperature of 90 °C shortened the time needed to 24 h. The viscosity did not then decrease further by further stirring. After the stirring was ceased, the viscosity returned to the initial value, with 100 Pa•s measured after about 1 h, illustrating that the printing has to be performed within a few minutes, before the consistency of the paste returns back to the initial gel state. The channel dimensions are 1.5 × 1.5 mm width × length and the gate is created by printing a ring broken on one side for source and drain contacting. The silver conductive paste and the polymer patterns were annealed using a hot plate at 150 °C for 15 and 30 min, respectively, in air for the film's stabilization and adhesion improvement.
The stirring effect slightly decreased the final thickness by an average of 20% from 250 nm to 200 nm. It also improved the thickness homogeneity in roughness from 25 nm to 18 nm and waviness from 25 nm to 10 nm, measured by a DetakXT profilemeter (Bruker, Billerica, MA, USA) (see Supplementary 1, Figures S1 and S2) . Additionally, the sheet resistance decreased significantly from about 800 Ω/□ to 400 Ω/□. It is considered that intensive stirring acts similarly to alcohol treatment. Furthermore, the core-shell molecular structure changes in a linear fashion as was already reported in [20] and the process is reversible. This can also explain the resistance, roughness, and waviness reduction. The improvement in homogeneity can be observed by an optical microscope according to the round interference fringes on the PEDOT:PSS layer (see Supplementary 1, Figure S3 ).
The system is masked and sealed by the third pattern of the Sylgard ® 184 (Dow Corning, Midland, MI, USA) silicone elastomer (mesh count 120 threads/cm), which insulates the silver conducting paths from the electrolyte environment and also prevents the tested biomaterial from coming into contact with the non-biocompatible parts and layers of the printed device. The silicone elastomer pattern was left to polymerize at 60 °C for at least 8 h before further manipulation. The The second pattern of PEDOT:PSS paste Clevios™ S V3 (screen mesh count 140 threads/cm) created a functional OECT gate and channel. The paste was first stirred intensively before printing in order to obtain a lower viscosity and better homogeneity of the resulting film. An ARG2 rheometer (TA Instruments, New Castle, DE, USA) was used for viscosity testing at various shear rates and always at 25 • C, but only the initial low rate viscosity is presented. The paste of gel consistency exhibits thixotropy. The static viscosity (at shear rates of 0.1/s) falls from the initial value above 1000 Pa·s down to ultimately 14 Pa·s after five days of stirring in a magnetic mixer at a laboratory temperature of 25 • C. The stirring temperature of 90 • C shortened the time needed to 24 h. The viscosity did not then decrease further by further stirring. After the stirring was ceased, the viscosity returned to the initial value, with 100 Pa·s measured after about 1 h, illustrating that the printing has to be performed within a few minutes, before the consistency of the paste returns back to the initial gel state. The channel dimensions are 1.5 × 1.5 mm width × length and the gate is created by printing a ring broken on one side for source and drain contacting. The silver conductive paste and the polymer patterns were annealed using a hot plate at 150 • C for 15 and 30 min, respectively, in air for the film's stabilization and adhesion improvement.
The stirring effect slightly decreased the final thickness by an average of 20% from 250 nm to 200 nm. It also improved the thickness homogeneity in roughness from 25 nm to 18 nm and waviness from 25 nm to 10 nm, measured by a DetakXT profilemeter (Bruker, Billerica, MA, USA) (see Figures S1 and S2) . Additionally, the sheet resistance decreased significantly from about 800 Ω/ to 400 Ω/ . It is considered that intensive stirring acts similarly to alcohol treatment. Furthermore, the core-shell molecular structure changes in a linear fashion as was already reported in [20] and the process is reversible. This can also explain the resistance, roughness, and waviness reduction. The improvement in homogeneity can be observed by an optical microscope according to the round interference fringes on the PEDOT:PSS layer (see Figure S3) .
The system is masked and sealed by the third pattern of the Sylgard ® 184 (Dow Corning, Midland, MI, USA) silicone elastomer (mesh count 120 threads/cm), which insulates the silver conducting paths from the electrolyte environment and also prevents the tested biomaterial from coming into contact with the non-biocompatible parts and layers of the printed device. The silicone elastomer pattern was left to polymerize at 60 • C for at least 8 h before further manipulation. The following screen print provided a layer with a thickness of 12 µm (see Figure S4 ). Other parts and materials were tested for biocompatibility [21] . A coating to increase biocompatibility was produced with murine collagen type IV (BD Biosciences, cat. No. 354233) at 10 µg·cm −2 according to the manufacturer's instructions.
Patterning and microplate completing followed. The OECT's channel visible in Figure 1d , created by a screen-printed rectangular PEDOT:PSS layer on PEN foil, is surrounded by a planar circular gate electrode with a 6 mm outer diameter. The rotary symmetry is expected to improve the field distribution. The electrodes are contacted by printed silver conductors of a 0.2 mm width. The printed transparent silicone layer covers the surface of the sensing array with the exception of the functional PEDOT:PSS interfacing to the biomaterial and physiological solution. The exposed channel area is of a length of L = 1 mm and a width of W = 1.5 mm, the thickness of the PEDOT:PSS layer was 250 nm on average, and the typical resistance of the channel was 500-700 Ω. The foil was firmly fixed to the polystyrene microplate and bolted down from the bottom by means of a Plexiglas ® plate in order to enable easier handling and transparency needed for microscope observations.
The electrical circuitry designed for OECT testing in schematic form is depicted in Figure 2 . The contact array on the microplate foil was contacted by 18-pin Molex connectors and 18-wire ribbon conductors so that eight OECTs were connected by a single connector and individual OECTs can be selected from the array by a proper couple of microswitches. The gate potential V gs is set from the outer source in a range from −0.8 V to 0.8 V with respect to preventing redox reactions on electrodes and a source drain voltage V ds down to −0.725 V can be set. The source current I s was converted to voltage in an I/V converter and recorded by a scope after further amplification. The offset I s at a stable working point can be compensated for by setting the corresponding opposite current at the input of the operating amplifier. The zero Analog OUT voltage can be set for an input voltage of V gs = 0 V with the aid of a R offset resistor/potentiometer. The feedback resistor R sense = 1 kΩ gives a conversion of 1 mA/1 V. Further amplification is enabled by switching the output jumper. Figure S4 ).
Other parts and materials were tested for biocompatibility [21] . A coating to increase biocompatibility was produced with murine collagen type IV (BD Biosciences, cat. No. 354233) at 10 μg•cm −2 according to the manufacturer's instructions. Patterning and microplate completing followed. The OECT's channel visible in Figure 1d , created by a screen-printed rectangular PEDOT:PSS layer on PEN foil, is surrounded by a planar circular gate electrode with a 6 mm outer diameter. The rotary symmetry is expected to improve the field distribution. The electrodes are contacted by printed silver conductors of a 0.2 mm width. The printed transparent silicone layer covers the surface of the sensing array with the exception of the functional PEDOT:PSS interfacing to the biomaterial and physiological solution. The exposed channel area is of a length of L = 1 mm and a width of W = 1.5 mm, the thickness of the PEDOT:PSS layer was 250 nm on average, and the typical resistance of the channel was 500-700 Ω. The foil was firmly fixed to the polystyrene microplate and bolted down from the bottom by means of a Plexiglas ® plate in order to enable easier handling and transparency needed for microscope observations.
The electrical circuitry designed for OECT testing in schematic form is depicted in Figure 2 . The contact array on the microplate foil was contacted by 18-pin Molex connectors and 18-wire ribbon conductors so that eight OECTs were connected by a single connector and individual OECTs can be selected from the array by a proper couple of microswitches. The gate potential Vgs is set from the outer source in a range from −0.8 V to 0.8 V with respect to preventing redox reactions on electrodes and a source drain voltage Vds down to −0.725 V can be set. The source current Is was converted to voltage in an I/V converter and recorded by a scope after further amplification. The offset Is at a stable working point can be compensated for by setting the corresponding opposite current at the input of the operating amplifier. The zero Analog OUT voltage can be set for an input voltage of Vgs = 0 V with the aid of a Roffset resistor/potentiometer. The feedback resistor Rsense = 1 kΩ gives a conversion of 1 mA/1 V. Further amplification is enabled by switching the output jumper. OECTs are a promising tool for measuring the electrical pulsation of electrogenic cells. Their electric field can penetrate through the cell membrane into the surrounding phosphate-buffered saline (PBS) electrolyte and the channel electrode. Their pulsing potential can be simulated by the modulation of the gate voltage V gs . Besides the gate voltage, the size of the channel area and electrode arrangement determine the sensitivity and signal to noise ratio. The field strength at the channel vicinity determines the effective ion drift in and out of the channel and consequently the channel conductance. The small channel area facing the electrolyte compared with the gate electrode area enhances the field and lowers the electrical double layer (EDL) capacitance per unit area at the PEDOT:PSS, which is responsible for the device speed. The capacitance of the electrode in a physiological solution of phosphate-buffered saline (PBS) based on a 0.15 M solution of NaCl was estimated at C = 0.2 µF·mm −2 . Together with the electrolyte conductance G = 1 µS, the time constant τ = C/G = 0.2 s was anticipated. The capacitance of the much larger gate charge EDL can be neglected due to its serial combination with the channel capacitance. The speed of the OECT device is limited by the capacitance of the gate circuit. It is controlled by the effective capacitance of the channel. The label 'effective' here takes into account that the potential at the channel is not uniform but distributed non-linearly along its length from the source to the drain electrode (from 0 to −0.725 V in our case). It can be, to some degree, considered a consequence of the channel aspect ratio. Moreover, the geometry of the entire system including the gate electrode and electrolyte can influence the channel potential distribution. Contrary to the majority of authors, we use the planar arrangement of the electrodes for an easy optical and camera investigation. The computer modelling of the system has still not been satisfactorily solved.
The testing and gate offset voltage, as well the modulation (simulating the cardiomyocyte pulsing), were delivered from a function generator to the Analog IN input. An OECT was selected by a couple of switches. The drain is supplied by a negative voltage down to V ds = −0.735 V. This value is a factory setting and it represents a compromise between the requirement of a safety voltage against electrode redox reactions in the event of a positive V gs > 0 V gate voltage and the requirement of high amplification (transconductance). Its fixed value enables comparing the amplification of our various OECT devices at any point in time. The source is connected to a virtual zero input of the I/V converter. The amplified signal was recorded by a digital memory scope. The offset of the stable channel current was compensated for by a potentiometer R offset so the Analog OUT DC signal component could be eliminated.
Mouse 3T3 fibroblasts (cat. No. CRL-1658, ATCC, Manassas, VA, USA) were routinely grown in Dulbecco modified Eagle medium, high glucose supplemented with 10% fetal calf serum, 100 U/mL penicillin, and 0.1 mg/mL streptomycin (all from Gibco, Gaithersburg, MD, USA) in standard 100 mm cell culture dishes (cat. No. 93100, TPP, Trasadingen Switzerland), as described previously [22] . The inocula for experiments ranged from 8300 to 28,000 cells per 1 cm 2 . Viability was routinely checked by means of a cytometer (CASY, Roche Diagnostics Ltd., Rotkreuz, Switzerland). Cells were grown in sensors for 48 h.
To provide proof of sensor function, cells grown within the experiment were washed with physiological buffered saline two times and 200 µL of 0.25% trypsin (cat. No. R001100, Gibco, Gaithersburg, MD, USA) was added. Together with the addition of trypsin, video recording was started.
Results and Discussion
The first experiment tested the OECT parameters as the transfer characteristics and the derived transconductance g. The fix drain potential was set to V ds = −0.735 V and the output source current was measured continuously at the triangular symmetric gate voltage V gs in a range of 0.2 to −0.8V. The results can be found in Figure 3 . As can be seen from the figure, due to relaxations, the transfer characteristics and transconductance g = dI s /dV gs included are strongly dependent on the sweep rate of the testing gate voltage V gs and its direction. The sharp transconductance maximum was observed first by Rivnay et al. [4] . Its position on the V gs axis depends on the channel geometry, but no sweep rate influence was reported. The transfer characteristics in our case show significant hysteresis. In the case of a short period of about T = 1 s, the EDL capacitance charging delays the output current I s , so the hysteresis is oriented counter-clockwise. In the case of a long period of T = 20 s, slow relaxations of the polymer network in the channel, reducing the output current I s , dominate so that the hysteresis is oriented clockwise. In the case of a medium period of T = 5 s, both effects are compensated.
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clockwise. In the case of a long period of T = 20 s, slow relaxations of the polymer network in the channel, reducing the output current Is, dominate so that the hysteresis is oriented clockwise. In the case of a medium period of T = 5 s, both effects are compensated. A second experiment, investigating the response of an OECT's channel current on a simulated signal of electrogenic cells, was carried out (Figure 4) . The standard PBS solution was used as an electrolyte. In looking for the optimum working point of the OECT with the highest transconductance, the gate voltage Vgs from the function generator was modulated by rectangular pulses of 10 mVpp over a 5 s period. This was superposited on the offset voltage, as can be seen in Figure 4 . While the response on the offset setting showed negative relaxation with a time constant of approximately 25 s, the amplification of the pulsing signal did not change significantly according to the offset. This means that the transconductance remains constant across a wide range of gate offsets, in our case a transconductance of g = 0.01 mA/0.01 V = 1 mS deduced from the plot. However, this value is limited by the frequency band pass f = (0.2-8.0) Hz corresponding to the time constants of the gate circuit and slow relaxation processes. The measured time constant τ = 0.12 s achieved by the simple exponential fitting corresponds to charging-discharging the channel EDL capacitance of C = 0.1 μF and the entire gate circuit resistance of R = 1.2 MΩ. The potential on the capacitance varies and it also controls the ion doping-dedoping process. The measured circuit current, charging the gate, achieved 1 μA in accordance with the circuit resistance. It is theoretically possible to lower the time constant by decreasing the channel area and hence its capacitance or by decreasing the gate-channel distance and hence its resistance. The resistivity of the electrolyte is determined by its physiological function and so it cannot be variated. The speed of the device is then limited by the screen-printing resolution. The lithographic technique enables the development of much smaller dimensions and quicker devices. This is necessary for recording the shape of the electrogenic cell (cardiomyocyte) signal. A second experiment, investigating the response of an OECT's channel current on a simulated signal of electrogenic cells, was carried out (Figure 4) . The standard PBS solution was used as an electrolyte. In looking for the optimum working point of the OECT with the highest transconductance, the gate voltage V gs from the function generator was modulated by rectangular pulses of 10 mV pp over a 5 s period. This was superposited on the offset voltage, as can be seen in Figure 4 . While the response on the offset setting showed negative relaxation with a time constant of approximately 25 s, the amplification of the pulsing signal did not change significantly according to the offset. This means that the transconductance remains constant across a wide range of gate offsets, in our case a transconductance of g = 0.01 mA/0.01 V = 1 mS deduced from the plot. However, this value is limited by the frequency band pass f = (0.2-8.0) Hz corresponding to the time constants of the gate circuit and slow relaxation processes. The measured time constant τ = 0.12 s achieved by the simple exponential fitting corresponds to charging-discharging the channel EDL capacitance of C = 0.1 µF and the entire gate circuit resistance of R = 1.2 MΩ. The potential on the capacitance varies and it also controls the ion doping-dedoping process. The measured circuit current, charging the gate, achieved 1 µA in accordance with the circuit resistance. It is theoretically possible to lower the time constant by decreasing the channel area and hence its capacitance or by decreasing the gate-channel distance and hence its resistance. The resistivity of the electrolyte is determined by its physiological function and so it cannot be variated. The speed of the device is then limited by the screen-printing resolution. The lithographic technique enables the development of much smaller dimensions and quicker devices. This is necessary for recording the shape of the electrogenic cell (cardiomyocyte) signal. Using a short time range display, we found one further time constant, namely 3 ms caused by hole extraction and injection into the channel [1] . This might play a more significant role in a smaller channel area with a lower capacitance and time constant.
The faster rectangular modulation, applied to the Vgs simulating a signal of electrogenic cells (cardiomyocytes), lent importance to the measurement. A period of 5 s was set in order to get the source current Is to a sufficiently steady state (Figure 4 , medium time range) for the deduction of the time constant τ of the gate circuit. The medium current response is almost not influenced by material relaxation. The ΔIs response on the modulation represents a consequence controlled by charging and discharging the EDL capacitance at the electrolyte-PEDOT:PSS interface.
At the moment of the gate pulse edge, a short source current Is spike appears with an exponential decay that is constant at about 3 ms. This is considered the effect of the hole extraction/injection process in the PEDOT:PSS channel, as was already described by Bernards and Malliaras [1] .
The aging of the OECT structure under the voltage load described above was performed over a period of 28 h (Supplementary 1, Figure S5) . A gradual, approximately 25% decrease of Is and the transconductance g was recorded. Using a short time range display, we found one further time constant, namely 3 ms caused by hole extraction and injection into the channel [1] . This might play a more significant role in a smaller channel area with a lower capacitance and time constant.
The faster rectangular modulation, applied to the V gs simulating a signal of electrogenic cells (cardiomyocytes), lent importance to the measurement. A period of 5 s was set in order to get the source current I s to a sufficiently steady state (Figure 4 , medium time range) for the deduction of the time constant τ of the gate circuit. The medium current response is almost not influenced by material relaxation. The ∆I s response on the modulation represents a consequence controlled by charging and discharging the EDL capacitance at the electrolyte-PEDOT:PSS interface.
At the moment of the gate pulse edge, a short source current I s spike appears with an exponential decay that is constant at about 3 ms. This is considered the effect of the hole extraction/injection process in the PEDOT:PSS channel, as was already described by Bernards and Malliaras [1] .
The aging of the OECT structure under the voltage load described above was performed over a period of 28 h (see Figure S5) . A gradual, approximately 25% decrease of I s and the transconductance g was recorded.
The biocompatibility of the sensor was tested by 3T3 fibroblasts. These cells were able to grow within sensors to the same extent as in the control (standard cell culture plastics, not shown). The viability was comparable to the control and it typically reached 90-95%. This indicated that a high level of biocompatibility was reached. Indeed, cells were able to form a confluent layer within 48 h ( Figure 5A) .
A proof-of-concept experiment for the sensor function was carried out. Due to extensive ion exchange, the cells growing at the transistor channel modulate the current within it; hence the removal of cells will result in changes to the channel current. Thus, the confluent layer of cells within the sensor was treated with trypsine, an approach to detach cells from their support [9] . Indeed, the absolute value of the current decreased in parallel with the trypsine-mediated detachment of cells ( Figure 5B , see video S1). Finally the function of the sensor was verified by means of a spike of KCl (Lachema, Brno, Czech Republic), which resulted in a major dropdown of the absolute current value. The main idea of the final proof of concept experiment with cells was to demonstrate that the sensor can host the living cells efficiently and an electrogenic event related to cell physiology could be recorded. The biocompatibility of the sensor was tested by 3T3 fibroblasts. These cells were able to grow within sensors to the same extent as in the control (standard cell culture plastics, not shown). The viability was comparable to the control and it typically reached 90-95%. This indicated that a high level of biocompatibility was reached. Indeed, cells were able to form a confluent layer within 48 h ( Figure A) .
A proof-of-concept experiment for the sensor function was carried out. Due to extensive ion exchange, the cells growing at the transistor channel modulate the current within it; hence the removal of cells will result in changes to the channel current. Thus, the confluent layer of cells within the sensor was treated with trypsine, an approach to detach cells from their support [9] . Indeed, the absolute value of the current decreased in parallel with the trypsine-mediated detachment of cells ( Figure B, Supplementary 2 , video S1 "3T3 fibroblast detachment"). Finally the function of the sensor was verified by means of a spike of KCl (Lachema, Brno, Czech Republic), which resulted in a major dropdown of the absolute current value. The main idea of the final proof of concept experiment with cells was to demonstrate that the sensor can host the living cells efficiently and an electrogenic event related to cell physiology could be recorded. 
Conclusions
An all-screen-printed 12 × 8 array of OECTs for cell culture electrical response monitoring was developed. These PEDOT:PSS-based OECTs showed long-term relaxation with problematically defined gain and transconductance due to long-term material relaxation in the electrolyte and the electrical field environment. On the other hand, electrogenic cells produce a periodic short-term gate potential event up to 5 s in range. Such a corresponding signal has uniform amplification across a wide range of gate potential offsets (±0.4 V). This is demonstrated by means of a simulation, where the stable gate offset potential was modulated by a 0.2 Hz, 10 mVpp rectangular signal. The resulting source current response ΔIs was 10 μA and the corresponding achieved transconductance was 1 mS. The upper frequency limit 8 Hz was deduced from the OECT gate circuit time constant of 0.12 Hz. The measuring circuit was equipped with a current source for the suppression of the stable offset.
Further improvement of the device speed can be achieved by decreasing the OECT dimensions by shortening the gate-channel distance and minimizing the EDL capacitance by reducing the channel area below the resolution limits of screen printing, which must therefore be replaced by a higher-resolution technology. 
An all-screen-printed 12 × 8 array of OECTs for cell culture electrical response monitoring was developed. These PEDOT:PSS-based OECTs showed long-term relaxation with problematically defined gain and transconductance due to long-term material relaxation in the electrolyte and the electrical field environment. On the other hand, electrogenic cells produce a periodic short-term gate potential event up to 5 s in range. Such a corresponding signal has uniform amplification across a wide range of gate potential offsets (±0.4 V). This is demonstrated by means of a simulation, where the stable gate offset potential was modulated by a 0.2 Hz, 10 mV pp rectangular signal. The resulting source current response ∆I s was 10 µA and the corresponding achieved transconductance was 1 mS. The upper frequency limit 8 Hz was deduced from the OECT gate circuit time constant of 0.12 Hz. The measuring circuit was equipped with a current source for the suppression of the stable offset.
Further improvement of the device speed can be achieved by decreasing the OECT dimensions by shortening the gate-channel distance and minimizing the EDL capacitance by reducing the channel area below the resolution limits of screen printing, which must therefore be replaced by a higher-resolution technology.
The usefulness of the device for working with biological material was demonstrated using a 3T3 fibroblast. Indeed, the device showed high biocompatibility and a good response to the trypsin-mediated detachment of cells. Therefore, the developed device is a good starting point for the efficient monitoring of cells in biological applications. 
